Local shielding of high dose rate brachytherapy in an operating theatre.
A high-dose rate brachytherapy facility was installed into an established operating theatre by using local shielding in the form of mobile lead screens and by taking advantage of the ease with which staff movements can be controlled in an operating suite. This facility was inexpensive to develop, and has proved clinically efficient and entirely adequate from a radiation safety standpoint.